Introduction {#sec1-1}
============

In 1994 DIGORA, digital system designed the first intraoral storage phosphor system and since then, it has been extensively used in the clinical setting.\[[@ref1]-[@ref2]\] Photostimulable phosphor plates (PSPs) usually have the same size and flexibility as radiographic films. Considering their high diagnostic accuracy and wide dynamic range, they can be a good alternative for radiographic films.\[[@ref3]-[@ref4]\] Studies comparing PSPs charge- coupled devices (CCD) and conventional film bases have reported that PSPs have image quality equal or higher than that of other devices.\[[@ref5]-[@ref7]\]

Longer processing time and lower image quality after light exposure to plates are among the most important disadvantages of optical plate systems.\[[@ref8]-[@ref9]\] It has been suggested that plates have to be processed as soon as possible after the exposure because trapped electrons are spontaneously released over time causing subsequent reduction in image quality and lower diagnostic accuracy in the clinical setting.\[[@ref10]-[@ref11]\] However, in the clinical setting, immediate scanning of PSPs is not usually feasible and a delay exists between the exposure time and scanning. For instance, a time interval exists between the first and last periapical radiographs taken when patients need a series of full mouth radiographs.\[[@ref12]\] Numerous studies have investigated the consequences of delay in plates scanning.\[[@ref5],[@ref8]-[@ref9],[@ref11]-[@ref12]\] These studies have mostly investigated the storage conditions of plates in addition to delay and have mostly focused on detection of tooth structures (enamel, dentine, pulp, periodontal ligament space, lamina dura and trabecular pattern). No data is available on the effect of delay on the accuracy of the diagnosis of pathologic conditions particularly approximal caries. This study was aimed to assess the effect of delayed scanning of PSPs on detection of approximal caries.

Materials and Method {#sec1-2}
====================

Fifty-two extracted human teeth were evaluated, out of which, 26 were premolars and 26 were molars. The teeth were either intact or had non-cavitated approximal caries. Cavitated and restored teeth were not included. All samples were obtained from dental centers in which the teeth were extracted due to specific reasons rather than current study objectives.

The test teeth were mounted into wax blocks and thirteen blocks were prepared, each containing 2 premolar and 2 molar teeth. The approximal surfaces of teeth were positioned next to one another to simulate natural contact points. ([Figure 1](#JDS-18-201-g001.tif){ref-type="fig"})

![**a:** Photostimulable phosphor plate,**b:** Mounted teeth, **c:** Soft tissue simulator, **d:** Radiography tube](JDS-18-201-g001){#JDS-18-201-g001.tif}

In total, six approximal surfaces were evaluated in each block. In the first and last teeth of the row in each block, only the surface in contact with the adjacent tooth was evaluated. () [Figure 2](#JDS-18-201-g002.tif){ref-type="fig"}

In order to ensure the reproducibility of the image geometry, a setting was used allowing the fixed position of radiation source, object and the PSP. Digital images were obtained using bitewing technique. All radiographs were taken using MINRAY® device (Soredex, Nahkelantie 160, Finland) with the exposure setting of 70 kVp voltage, 7mA, 2.0mm aluminum (Al) equivalent filtration, at a source-receptor distance of 45 cm and 0.1 s exposure time.

![Images obtained from the scanning of PSPs immediately after exposure or at different time points. Arrows indicate approximal caries](JDS-18-201-g002){#JDS-18-201-g002.tif}

In order to simulate the soft tissue absorption of radiation, an acrylic block (polymethyl methacrylate) measuring 15cm x15cm with 4 cm thickness was placed between the X-ray tube and the block.

Size 2 PSPs, measuring 30.0 mm x 40.0 mm were scanned using Soredex DIGORA Optime scanner (Helsinki, Finland) with standard resolution. Scanned images were saved in a computer as digital imaging and communications in medicine (DICOM) files. \[[@ref13]\]

Before the exposure, any previous data on PSPs were deleted using the strong light source incorporated into the scanner. By doing so, any previous memory on the plates was deleted. Each block was radiographed and PSPs were scanned immediately after exposure (to avoid any possible effects of time delay on storage) and 10min, 30min, 60min and 120min after exposure. Plates, not immediately scanned, were stored in a light-tight box until scanning.

Two oral and maxillofacial radiologists and two restorative specialists evaluated 65 images and 390 approximal surfaces (13blocks ×6 surfaces in each block ×5 times exposure) for presence or absence of approximal caries using a 5- point scale as follows:

1.  1\. Definitely no caries

2.  2\. Probably no caries

3.  3\. I am not sure

4.  4\. Probable carious lesion

5.  5\. Definite carious lesion

Observation conditions were the same for all observers. The observers viewed the images on a 19-inch monitor (Samsung SyncMaster) and a display resolution of 768x1360 in a dimly lit room with 45 cm distance. Images were saved by SCANORA Lite software in DICOM format. All images were shown randomly, using simple randomization presented by Microsoft Excel software. Observation of images was done in three separate sessions. In order to decrease tiredness and reduce the chance of over-thinking the previous diagnoses, one-week time interval was allowed between the observation sessions. After completion of the primary assessment, images were assessed again after a one-week interval. Observers were allowed to change the density and contrast as desired. No time limit was set for the observers.

In order to confirm the presence of caries, the teeth were sectioned individually and serially in the mesiodistal direction using an IsoMet saw (CNC; Nemo Fanavaran Pars, Mashhad, Iran) with a disc thickness of 40µ (0.4mm). Teeth sections were fixed on slides, evaluated under a stereomicroscope (Olympus, SZX10) at 15 X magnification, and scored as follows:

1.  Zero: Intact

2.  One: Enamel caries

3.  Two: Dentine caries

Teeth with demineralization and brown or opaque-white discoloration in an approximal area were scored based on the penetration depth of lesion into enamel (1) or dentine (2). The deepest penetration depth measured on the slide was recorded as the caries penetration depth.

Data analysis {#sec2-1}
-------------

Caries detection data were analyzed by calculating absolute/definite sensitivity and specificity values. In this study, absolute sensitivity/specificity was defined as the number of definitively correct diagnoses .Moreover, complete sensitivity/ specificity was defined as total number of definite and probably correct diagnoses. The positive value (PPV) and negative predictive value (NPV) were also reported as an axillary finding. In order to compare sensitivity and specificity, repeated measures ANOVA was used. If the difference between indices was significant, (*p*\< 0.05) pairwise comparison was carried out using LSD test. LSD is a famous post hoc test for ANOVA models, which is based on the lowest significant differences. Statistical analyses were performed using SPSS version 20 software.

Results {#sec1-3}
=======

Of 52 teeth that were intact, or had non-cavitated approximal caries, 26 were molars and 26 were premolars. Seventy-eight approximal surfaces were evaluated. Histologic examination, as the gold standard for diagnosis, revealed that 47 surfaces (60.3%) were intact (no caries), 11(14.1%) had enamel and 20 (25.6%) had dentine caries.

The mean and standard deviation of diagnostic indices at different times of scanning and two times evaluation by the four observers are shown in . [Table 1](#T1){ref-type="table"}

In current study, NPV and PPV were calculated using sensitivity and specificity values and are only collateral findings.

###### 

The mean and standard deviation of diagnostic incidence for enamel and dentine approximal carries, in different delayed scanning times

  Time                                          0             10            30            60            120           *p* Value
  --------------------------------------------- ------------- ------------- ------------- ------------- ------------- -----------
  Absolut specificity                           71.28±23.15   69.96±28.45   65.95±33.18   66.22±28.89   64.61±30.09   0.988
  Complete specificity                          94.26±4.53    92.61±6.63    89.08±11.96   88.30±10.63   84.75±12.47   0.338
  Sensitivity enamel Absolute                   7.96±13.26    5.68±9.65     7.96±13.26    6.82±12.63    3.41±6.77     0.924
  Sensitivity enamel Complete                   30.68±27.06   31.95±23.20   23.88±26.16   21.72±20.80   12.51±18.15   0.473
  Sensitivity dentin Absolute                   41.88±13.07   40.00±9.63    38.75±12.17   32.50±10.35   33.13±10.99   0.369
  Sensitivity dentin Complete                   80.63±13.21   76.88±11.31   68.13±16.68   62.50±11.65   56.25±16.85   0.009
  Absolute NPV[1](#t1f1){ref-type="table-fn"}   93.53±5.81    92.20±3.74    90.15±5.38    88.55±5.35    85.30±3.60    0.016
  Complete NPV                                  0.88±0.05     0.88±0.04     0.84±0.03     0.80±0.02     0.79±0.04     0.000
  Absolute PPV[2](#t1f1){ref-type="table-fn"}   0.98±0.03     0.98±0.03     0.98±0.03     1.00          0.98±0.04     0.817
  Complete PPV                                  0.96±0.03     0.97±0.05     0.94±0.09     0.93±0.09     0.92±0.09     0.699

Negative Predictive Value

Positive Predictive Value

In *in vitro* studies, in which real positive and negative ratios are predefined and are not based on prevalence comparison of PPV and NPV, have no advantage to comparison of sensitivity and specificity.

Based on statistical analyses, significant differences existed in complete NPV at different time points (*p*\< 0.001). The diagnosis at time zero (immediate scanning of plates) was significantly different from 60 min (*p*= 0.01) and 120 min (*p*= 0.02). However, no significant difference was found between scanning at 10 min and 30 min (*p*\< 0.05). The difference between scanning at 10 min and 60 min (*p*= 0.007) and 120 min (*p*= 0.001) was significant but no difference was found between immediate scanning and 30 min delay (*p*\< 0.05).

Absolute NPV was significantly different at different scanning times as well (*p*= 0.016). The difference between time zero and 120 min was significant (*p*= 0.014). No significant difference was found between other time points (*p*\< 0.05).

No significant difference was found between different time points in absolute specificity (*p*= 0.988) and complete specificity (*p*=0.338).

No significant difference was found between different time points in absolute enamel sensitivity (*p*= 0.924) and complete enamel sensitivity (*p*= 0.473).

No significant difference was detected between different time points in absolute dentine sensitivity (*p*= 0.369).

Complete dentine sensitivity was significantly different at different scanning times (*p*= 0.009). The difference in this respect between time zero and 120 min (*p*= 0.01) and at 10 min and 120 min (*p*= 0.04) was significant. No significant difference was found in absolute PPV (*p*= 0.817) or complete PPV (*p*= 0.699) at different time points. Although this study was not designed for intra- and inter-observer agreement, they were obtained as an additional finding and Kappa coefficient was more than 0.6.

Discussion {#sec1-4}
==========

Based on the results, no change occurred in caries detection by up to 30 min delay in scanning of DIGORA Optime PSPs. However, delay for more than 30 min caused a significant reduction in the quality of images. This finding was compatible with the results of Sogur *et al*.5 Delay for 10 min had significant difference with delay for 60 min and 120 min but no difference was found between immediate scanning and 30 min delay. Thus, it can be concluded that 120 min delay in scanning, significantly decreased the accuracy of detection of approximal caries and the reduction in diagnostic accuracy at 120 min was greater than 60 min and 60 min was greater than 30 min delay.

Based on the results, up to 30 min delay in scanning of plates had no effect on detection of approximal caries. This finding was in agreement with the results of Sogur *et al*. They evaluated the effect of delay in scanning at zero min, 10 min, 30 min, 60 min and 120 min time points, detecting the occlusal caries in extracted molar teeth. They reported delay in scanning for up to 30 min had no effect on the accuracy of detection of occlusal caries.\[[@ref5]\]

Bramante *et al*.\[[@ref5]\] evaluated image quality following delayed scanning for 5 min, 60 min and 120 min and demonstrated a lower image quality after 120 min delay. The difference between the current study and Bramante *et al*.'s study results might be due to the evaluation of delay in scanning of PSPs with transparent and opaque covers that affect contrast, resolution and brightness of tooth structures (enamel, dentine, root, pulp) and periodontal structures (periodontal ligament, cortical bone, alveolar bone). In our study, only the effect of delay in scanning was investigated. \[[@ref8]\]

Martins *et al*. evaluated the effect of 10 min and 30 min and 1 h, 2 h, 3 h and 4 h delay on reduction of pixel density and reported this reduction after 4 h of delay. Such delay had no effect on clinical diagnosis. The difference between our results and those of Martin *et al*.'s may be due to the storage conditions of plates (environmental temperature, storage in a refrigerator, and low humidity) that affect the quality of image of anatomic structures namely enamel, dentine, pulp, periodontal ligament, lamina dura , and trabecular pattern of bone.\[[@ref1]\]

Martins *et al*.\[[@ref1]\] also evaluated the effect of 6 h, 12 h, 14 h, 18 h, 48 h and 72 h delay on the pixel density and reported a change in pixel density at 6 h. This result was not in agreement with our finding. The reason for this difference may be the fact that Martins *et al*. evaluated the effect of storage conditions of sensors while we only evaluated the effect of time.\[[@ref14]\]

This study was in agreement with that of Sogur *et al*.\[[@ref14]\] The difference between our results and those of other studies may be due to the storage conditions. In our study, storage condition of all specimens was matched and they were all kept in a light-tight box. In addition, previous studies only assessed the detection of lesions by the observers instead of using a five-point scale. Even those using such a scale often combined the definite and probable diagnoses for final statistical analyses while in our study, definite and probable diagnoses were analyzed and reported separately. \[[@ref5]\]

Our study showed decreased diagnostic accuracy for detection of approximal caries after 30 minute- delay in scanning and we may conclude that such a delay may significantly have an impact on the clinical outcome. In conclusion, it is recommended that the plates should be scanned immediately after exposure in order to prevent a decrease in their quality. Delay less than 30 minutes will not have a significant impact on the accuracy of detection of approximal caries. In case of delay longer than 30min, even if stored in a light-tight box, the image will not be reliable enough for detection of approximal caries.

Conclusion {#sec1-5}
==========

As the first study to assess the effects of delay in scanning PSPs on the diagnostic accuracy of detection of approximal caries in the enamel and dentine, the results showed that the difference in the mean complete sensitivity for detection of dentine caries was significant between time zero and 10 min with 120 min. However, the difference in the mean definite dentine sensitivity was not significant. The difference in the mean definite and complete sensitivity for enamel was not significant either. It seems that the diagnostic sensitivity for enamel lesions is also low in immediate scanning; indicating that radiography usually underestimates the extension of enamel caries. In order to detect approximal caries more accurately, DIGORA PSPs should be scanned within 30 minutes after exposure.
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